Background and Objectives: Procurement of tissue core biopsy samples may overcome some of the limitations of endoscopic ultrasound (EUS)-guided fine-needle aspiration. We aimed at assessing the safety, histological sample procurement yield, and diagnostic accuracy of a newly available histology needle. Materials and Methods: Data from consecutive patients with pancreatic solid lesions who underwent EUS-fine needle biopsy (EUS-FNB) using the 22-gauge Acquire ™ needle were retrospectively retrieved from four tertiary care centers database. Results: Fifty-nine patients (mean age 68 ± 12 years; male/female 29/30) with pancreatic solid lesions underwent EUS-FNB using the 22-gauge Acquire ™ needle. The biopsy was done transgastrically in 22 (37.3%) patients and transduodenally in 37 (62.7%) cases. A mean of 2.8 ± 0.45 needle passes per lesion site were performed, without any major complication. A tissue core biopsy sample for histological evaluation was obtained in 55 (93.2%) cases. In the additional four cases, the specimen obtained resulted adequate for cytological evaluation. Considering malignant versus nonmalignant disease, sensitivity, specificity, negative likelihood ratio, positive likelihood ratio, and diagnostic accuracy were 98.2% (95% confidence interval [CI], 90.6-99.7), 100% (95% CI, 43.6-100), 0.018 (95% CI, 0.003-0.125), 295.6 (95% CI, 0-9.3 × 10 10 ), and 98.3% (95% CI, 94.9-100), respectively. Conclusions: EUS-FNB using the 22-gauge Acquire ™ needle is able to reach a very high procurement yield and diagnostic accuracy. Large prospective studies are warranted to further evaluate the utility of this newly developed needle.
INTRODUCTION
In the last decade, in an attempt to overcome some of the limitations of endoscopic ultrasound-guided fine-needle aspiration (EUS-FNA), different techniques and specifically designed needles to acquire samples for histological evaluation have been developed. [1] One of the main limitations of EUS-FNA is the need for rapid on-site evaluation (ROSE) of the collected specimens to reach a diagnostic accuracy >90%. [2] [3] [4] [5] However, the availability of ROSE is limited and has resulted in a perception of EUS as of limited utility, [6] while the lack of cytology expertise outside high volume tertiary care centers has resulted in a limited dissemination of the procedure in the community and in many countries. [7] In centers where ROSE is not available, it has been recently recommended to perform EUS-fine needle biopsy (EUS-FNB) to acquire samples for histological evaluation. [8] Histological samples are easier to be interpreted by the pathologists, with the additional advantage of providing tissue cores to perform ancillary tests. The latter possibility is particularly important in view of the increasing interest in evaluating available samples for molecular markers, which may serve as prognostic predictors and targets for individualized chemotherapy in patients with cancer. [9, 10] When this will occur, a transformation of diagnostic EUS into a more therapeutic procedure will take place and EUS will be performed not only to provide a diagnosis but also to offer the possibility to establish the best therapy for each individual patient. [11, 12] Among the available needles specifically designed to perform FNB, the 25-gauge Procore ™ (Cook Medical, Bloomington, IN, USA) has been reported to gather tissue core samples in only about 40% of the cases. [13, 14] Moreover, no clear advantages of the 22-gauge Procore ™ (Cook Medical) over standard 22-gauge FNA needles have been demonstrated. [15] Finally, very promising results have been firstly reported for the 19-gauge Procore ™ , which were not followed by additional experiences. [16, 17] On the other hand, a high accuracy of standard 19-gauge in acquiring tissue core biopsy samples for various indications has been reported. [18] [19] [20] [21] [22] [23] [24] [25] [26] However, it is not simple to utilize the 19-gauge needle, especially for transduodenal biopsy and the fear of complications reduced its use by nonexpert endosonographers. Based on these premises, a new needle for EUS-FNB, the Acquire ™ needle (Boston Scientific Corporation, Marlborough, MA, USA), has become available in three different sizes, 25-gauge, 22-gauge, and 19-gauge. Preliminary data on the 22-gauge for both pancreatic and nonpancreatic lesions are encouraging. [27] However, no clear data of the clinical significance of these needles in a meaningful number of patients are available.
To answer this important question, we performed a retrospective evaluation of all sampling procedures performed using the 22-gauge Acquire ™ needle in patients with pancreatic solid lesions.
MATERIALS AND METHODS

Patients
All consecutive patients with solid pancreatic lesions who, between May 2016 and August 2016, underwent EUS-FNB using the 22-gauge Acquire ™ needle in four Italian centers were retrospectively retrieved from each single institution database.
The protocol to perform retrospective revision of the cases performed was approved by the Medical Ethics Committees. All patients gave their informed consent before the EUS-FNB procedure.
Study device
The Acquire ™ needle has an outer diameter of 0.72 mm and an adjustable working length of 137.5-141.5 cm. The needle design has a crown tip with three symmetrical surfaces that manifest as cutting edges [ Figure 1 ]. The needle geometry incorporates a smaller included angle and a larger inclination angle. 
Endoscopic ultrasound sampling procedures
All EUS procedures were performed by advanced echoendoscopists, with the patients under conscious or deep sedation using a conventional linear EUS scope (GF-UC180T, Olympus Medical Systems Europe, or EG3870UTK, Pentax Europe GmbH, Hamburg, Germany). Once the pancreatic solid lesion was identified by EUS, an eligible puncture site without intervening vessels was selected. Puncture of the lesion using the 22-gauge Acquire ™ needle was performed in all centers using the wet suction technique. [28] Briefly, in the wet suction technique, before puncturing the lesion, the stylet is removed and the needle is preflushed with 5 mL of saline to replace the column of air with fluid. A 10 cc syringe prefilled with 3 mL of normal saline is left attached to the proximal port and later used for aspiration after puncturing the lesion. Once the needle is passed into the lesion, the needle is moved to and fro three times followed by maximal strength suction to obtain the aspirate.
Multiple needle passes were performed in all patients and all the collected materials were placed directly in formalin for subsequent analyses. The formalin-fixed specimens were processed into paraffin according to standard routine methods. Sections of 5 µm were cut and stained with hematoxylin and eosin for conventional histology and with the proper immunostaining when necessary to reach a definitive diagnosis.
Histopatologic definitions
The procured sample was defined as a histological sample when an architecturally intact piece of tissue sufficient for histological evaluation of the targeted lesion was present and could be evaluated. A fragment that did not meet the criteria for architecturally intact histology but could still yield a diagnosis based on cell morphology was classified as a cytological sample.
Outcome measurements
Procurement yield was defined as the percentage of cases in which a histologically interpretable specimen could be retrieved. Diagnostic accuracy was defined by the rate of correct diagnosis obtained through analysis of the tissue samples acquired with Acquire ™ needles. When examination of the acquired specimen was diagnostic for malignancy, this was considered the definitive diagnosis. For patients with a sample nondiagnostic for malignancy or for a specific benign disease, the presence or exclusion of malignancy was based on following criteria: the histopathological examination of the surgically resected specimen when available, the results of other diagnostic investigations such as computed tomography-guided and/or laparoscopic biopsy indicating the presence of malignancy and/or the long-term clinical follow-up, including follow-up imaging. For this purpose, these patients were evaluated for a minimum of 6 months.
Statistical analysis
Frequencies, percentages, means ± standard deviation, or medians with interquartile range were used, as appropriate, for descriptive analysis. Sensitivity, specificity, positive likelihood ratio, and negative likelihood ratio were calculated. For the purpose of these analyses, definitive diagnoses were divided into malignant and nonmalignant cases. Technical failures or samples that were inadequate for histological evaluation were considered as false negative cases. Statistical analysis was performed using SPSS version 16.0 for Windows (SPSS Inc., Chicago, IL, USA) and WINPEPI version 11.39 (JH Abramson, October 2013, http:// www.brixtonhealth.com/).
RESULTS
During the study period, 59 patients (mean age 68 ± 12 years; male/female 29/30) with pancreatic solid lesions underwent EUS-FNB using the 22-gauge Acquire ™ needle. Their characteristics and the location of lesions, for which EUS-FNB was performed, are shown in Table 1 . Among all the 59 pancreatic lesions evaluated, 37 (62.7%) were located in the uncinate A tissue core biopsy sample for histological evaluation was obtained in 55 (93.2%) cases. Representative cases are shown in Figure 2 . In 3 (5.1%) additional cases, the material was scarce; while in the remaining patient (1.7%), no sample for histological examination was found. In these four cases, the specimen obtained resulted adequate for cytological evaluation. Finally, immunostainings to help reaching a definitive diagnosis were performed on tissue specimens in 44 cases (74.6%).
Among the 59 lesions, a diagnosis of malignancy was obtained in 55 cases; while in four cases, a histological diagnosis of chronic pancreatitis was made. Subsequent clinical follow-up confirmed a diagnosis of benign condition in all but one patient, in whom pancreatic adenocarcinoma was subsequently diagnosed. Definitive diagnoses were pancreatic adenocarcinoma in 48 (81.4%); neuroendocrine tumor in 5 (8.4%); pancreatic metastasis in 3 (5.1%) from breast cancer in two and colon cancer in one; and chronic pancreatitis in 3 (5.1%). Overall, among the 59 lesions studied, there were 55 true positive, three true negative, and one false negative case. Based on these results, the sensitivity, specificity, negative likelihood ratio, positive likelihood ratio, and diagnostic accuracy were 98.2% (95% confidence interval [CI], 90.6-99.7), 100% (95% CI, 43.6-100), 0.018 (95% CI, 0.003-0.125), 295.6 (95% CI, 0-9.3 × 10 10 ), and 98.3% (95% CI, 94.9-100), respectively.
DISCUSSION
We performed a retrospective study to evaluate the diagnostic performance of the newly available 22-gauge Acquire ™ biopsy needle in a cohort of consecutively enrolled patients with pancreatic solid lesions. Overall, procurement of a sample for histological evaluation was achieved in 93.2% of the cases, with a diagnostic accuracy of 98.3%.
In 1992, Vilmann et al. [29] firstly reported the possibility of performing EUS-guided sampling, which in the following years has been mainly done by collecting specimens for cytological examination. However, the widespread dissemination of EUS-FNA worldwide and in the community has been limited by the need for cytological evaluation for two main reasons: [30] (i) The high degree of expertise required for cytology, which is rarely found outside high volume tertiary care centers; [7] (ii) the limited availability of ROSE to immediately assess the collected specimens, which is needed to reach a diagnostic accuracy >90%. [2] [3] [4] [5] As a consequence, EUS-FNA has been perceived for many years to have a limited utility and it has been consequently underutilized. [6] Different techniques and specifically designed needles to gather tissue core biopsy samples for histological examination have been developed in the last decade to overcome the aforementioned limitations of EUS-FNA. [1] The Tru-Cut biopsy needle (QuickCore ® , Cook Medical, Bloomington, IN, USA), the first biopsy needle that was developed, did not show any advantage over conventional FNA needles. [31, 32] More recently, a new generation of reverse side-bevel histology needles for EUS-FNB, the Procore ™ needles (Cook Medical), has been developed and tested in clinical practice. Unfortunately, they also did not demonstrate any clear superiority over conventional FNA needles. [13] [14] [15] [16] [17] On the other hand, there have been reports of a very high capability of procuring samples for histological examination by standard 19-gauge needles, with a very high diagnostic accuracy in patients with various indications. [18] [19] [20] [21] [22] [23] [24] [25] [26] Despite the available evidence, because of fear of complications and the difficulty in using large caliber needles, especially in the duodenum, 19-gauge needles have never gained full acceptance among both expert and nonexpert endosonographers. However, in the era of individualized medicine, a shift from EUS-FNA to EUS-FNB is expected to occur. [8] [9] [10] [11] [12] Consequently, some authors emphasized the need to develop the proper needle (s), which will be able to acquire enough tissue to perform all the studies required and that will have to meet both the needs of experts and also of practitioners in the community. [12] In our multicenter retrospective study, we evaluated the performance of a newly developed small caliber needle, the 22-gauge Acquire ™ needle, which has been specifically designed to perform tissue core biopsy and overcome the above-described difficulties. Among 59 patients with pancreatic solid lesions, we found that the 22-gauge Acquire ™ needle was able to retrieve a tissue core biopsy sample for histological examination in 93.2% of the lesions. Moreover, in the remaining four additional cases (6.8%), a sample for cytological examination was obtained. This procurement yield for a tissue core biopsy specimen of 93.2% is extremely high and is in concordance with the study by Bang et al. [27] in which using the same needle with the cell block technique, a sample adequate for ROSE evaluation and histological diagnosis was found in 96.7% of the patients. The procurement yield is slightly higher to the 88% reported by DiMaio et al. [33] in 147 lesions located throughout the gastrointestinal tract and slightly lower than the 99% reported by Nayar et al. [34] in 101 pancreatic lesions. In both studies, the authors used the newly available 22-gauge and 25-gauge SharkCore ™ needles, which are also small caliber EUS-FNB needles, with a modified needle tip.
When combining samples obtained for both histological and cytological analysis, a diagnostic accuracy of 98.3% was found in our study. This value is comparable with the one reported by Nayar et al. [34] in pancreatic lesions only and to the diagnostic accuracy >90% observed when a FNA procedure is performed with ROSE. [2] [3] [4] [5] Unfortunately, our study is not comparative and no conclusions about the value of FNB performed with the 22-gauge Acquire ™ as compared to FNA with ROSE can be drawn.
Interestingly, we reported no procedure-related complications, while Bang et al. [27] reported a 3.3% rate of adverse events (one patient who had arterial bleeding that could be managed endoscopically with clip placement). Future studies on a very large patient population with different locations and types of lesions will be needed to address if the design of the tip of this needle can be responsible for an increase rate of complications.
CONCLUSIONS
Our study demonstrates that in patients with solid pancreatic lesions, the 22-gauge Acquire ™ needle has very good performance for both procurement of tissue core biopsy for histological examination and diagnostic accuracy. Large multicenter prospective comparative studies are warranted to further evaluate the usefulness of these needles as compared to EUS-FNA with ROSE that represent the actual standard of care.
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